
Short information EN

Tornado 1 / Tornado 2
The current version of the installation and operating instructions is
available in the Download Center:

http://qr.duerrdental.com/9000-610-60

+10°C

+40°C

Ambient temperature

95 %

Upper limit of humidity

Only qualified specialists or employees trained by Dürr Den-
tal are permitted to install, connect and start using the unit.

Switch on the unit.
1

Condensed water
1
❯ Drain the collecting tray

or:
2
❯ Draining condensed

water from tank
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Changing the filter
1

12. Monat / month
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